INTRODUCTION {#sec1-1}
============

Glaucoma has been a difficult disease to treat. Most patients do not realize they have a serious problem. When providers prescribe medications or recommend surgery that could harm the patient, the patient feels caught in the middle between saving vision and potentially being harmed from a problem they do not "see" is causing a problem.[@ref1] Medications have improved over the years. Due to fewer side effects of the newer agents used to lower intraocular pressure (IOP) and we have once a day agents, patients are more likely to adhere to treatment recommendations.[@ref2] Laser treatment has progressed to the point that patients are fairly comfortable considering laser as a treatment option.[@ref3] Recommending glaucoma surgery, on the other hand, is more likely to cause concern for the patient and provider because of the legacy of glaucoma surgery causing issues for the patient and provider. Patients and doctors see the list of problems caused by surgery and look for something better.[@ref4] Recently, there has been a movement toward smaller device-based procedures with less risks.[@ref5] The new device-based procedures have been called various things and one more commonly used term is the micro-invasive glaucoma surgery (MIGS).[@ref6] The trade-off moving toward the MIGS procedures, however, is a concern about efficacy and not being able to lower the IOP enough with the surgery alone, so medications may need to be added to these device-based procedures to get the level of IOP desired.[@ref7] MIGS devices target, bypassing the angle structures. One group of MIGS devices bypass the trabecular meshwork (TM) and are called the trabecular bypass stents.

The trabecular bypass stent was designed to get away from the problems we see with our current filtration surgery. Trabeculectomy, the so-called gold standard in glaucoma surgery and other glaucoma filtering procedures bypass the sclera to create a new drainage site via a fistula with scleral and conjunctival coverage.[@ref8][@ref9][@ref10] The resulting fistula creates a filtering bleb in the conjunctiva. Blebs have been the bane of the glaucoma specialists\' existence for the last three decades.[@ref11] This was especially noticeable after the use of antimetabolites became in vogue.[@ref12][@ref13] Filtering procedures were mainly used for late stage glaucoma treatment and postoperatively lead to a high amount of complications. Due to the long-term healing issues antimetabolites have become routinely used for many glaucoma cases and have become a double-edged sword.

To avoid blebs, we tried the procedures usually reserved for children the trabeculotomy and goniotomy with varied success in adults; there are some indications that a 360° trabeculotomy may be more efficatious.[@ref14] Performing the limited 120° trabeculotomies were followed by a device-based procedure to remove the TM.[@ref15] There are some favorable results with the removal of the TM.[@ref16][@ref17] However, some of the work by Johnstone indicates that the TM may serve a role in enhancing and maintaining the long-term outflow by pushing aqueous into the collector system.[@ref18] Hence, the desire to maintain the TM and not damage the canal of Schlemm has led to many surgeons considering the trabecular bypass as a surgical option for open-angle glaucoma.[@ref19]

TRABECULAR AND THE CANAL OF SCHLEMM OUTFLOW SYSTEM {#sec1-2}
==================================================

Aqueous humor is produced by the ciliary processes and provides nutrition of intraocular structures - such as lens and cornea. The aqueous exits, for the most part, through the "conventional outflow system:" The TM, into the canal of Schlemm (canal), into the collector channels and finally into the aqueous veins and ends up in the venous system via the episcleral veins. Some aqueous leaves via the unconventional (meaning nontrabecular-canal) outflow through the iris and uvea, also called the uveal-scleral outflow system. Both the trabecular (conventional) and unconventional outflow systems can have anatomic or pathological processes that lead to increased resistance and less outflow.[@ref20][@ref21] The result from limited outflow is increased IOP and increased risk or definite damage from glaucoma.[@ref22] This paper will focus on targeting the trabecular outflow by MIGS stents and the history of these devices to achieve increased flow through the TM.

A lot of our understanding about trabecular outflow came from Grant and Trotter, for we now understand that the primary source of resistance to aqueous outflow is in the TM.[@ref23][@ref24][@ref25][@ref26] In order to understand aqueous flow through the TM, different models were developed. In 2005, Johnson reviewed the various models for measuring the outflow.[@ref20] Whole fresh eyes seem to provide a good model for testing the outflow. In theory, 20 holes of 10 mm in diameter through the TM are adequate to restore normal outflow facility in open angle glaucoma. The site of the greatest outflow resistance within the TM is probably the juxtacanalicular tissue adjacent to the canal. If Schlemm\'s canal is open removing or bypassing this thin layer of tissue should reduce the outflow resistance in open angle glaucoma without the need of external filtration.[@ref27] Zhou and Smedley reported a theoretical model evaluating the effects of bypassing the TM.[@ref28] They further evaluated the effects of the canal. With increased dilation of the canal, there was a reduction in the IOP. In taking the canal from a breadth of 20 mm to a moderate dilatation of 40-50 mm there was an additional reduction in IOP. Bypassing the TM significantly increased the circumferential flow adjacent to the trabecular bypass. The implications are that increasing TM outflow should allow enough aqueous to dilate the canal and increase flow adjacent to the bypass and thus, decrease the IOP. One of the advantages of a trabecular bypass is that it may preserve the canal, and we do not see the collapse of the canal observed after trabeculectomy.[@ref29]

FIRST TRABECULAR BYPASS STENTS {#sec1-3}
==============================

The thought about bypassing the TM has been around a while.[@ref30] In the early 1990\'s, Hill *et al*. published on the use of a laser to create a hole in the meshwork with the hopes of bypassing the TM.[@ref31] Others had attempted to use the laser or other thermal methods to bypass the TM with some success.[@ref32][@ref33][@ref34][@ref35] Because of concerns about fibrosis or lack of holding the TM off of the back of the canal, Spiegel *et al*. developed a small stent to bypass the TM during the 1990\'s.[@ref36] This was first implanted in humans in the early 2000\'s using small tubes to bypass the TM, creating a direct route from the anterior chamber into the canal.[@ref37] First models were flexible silicone and several millimeters in length, and they were implanted ab externo during deep sclerectomy procedure. Initial reports indicated IOP lowered to 16.5 mmHg with medication use. This microtube had an inner lumen of 50 mm but could cause obstruction of the surgical site ostia and prevent flow into the collector channels adjacent to the implant and this could cause failure.[@ref38] Spiegel *et al*. proposed a smaller titanium stent and these were the ones tested by Zhou and Smedley and then the initial clinical experience from Germany was reported in 2007.[@ref39]

TRABECULAR BYPASS STENTS AND MICRO-INVASIVE GLAUCOMA SURGERY 2014 {#sec1-4}
=================================================================

The iStent^®^ (Glaukos Corp., Laguna Hills, USA) is one example of a trabecular bypass stent and is the one describe above developed by Hill. It is approved in the United States by the US Food and Drug Administration (FDA) and is CE marked for use in Europe. We have begun implanting the iStent^®^ trabecular bypass (iSTB) in Saudi Arabia. Competitor trabecular bypass implants are in clinical trial status. Ivantis Corporation (Irvine, CA, USA) has the Hydrus^®^ implant with a little different design than the iStent^®^ with a longer scaffold tube to help dilate the canal more than from the iSTB.[@ref40] Other MIGS devices involve targeting the suprachoroidal outflow[@ref41] or bypassing the angle altogether and creating a controlled fistula (a device controlled sclerostomy).[@ref42]

The iSTB is made of nonferromagnetic titanium and is L-shaped with a curved open lumen. The tip is pointed to allow for insertion by penetrating through the TM and allow the body of the iSTB to rest in the canal. Just behind the tip is the trough that rests in the canal. Finally, there is the anterior chamber portion that is the "snorkel" that allows the aqueous to exit into the canal \[[Figure 1](#F1){ref-type="fig"}\]. The device is heparin-coated. The canal portion is about 1 mm in length and has an outside diameter of 180 mm. The canal portion is half-pipe-shaped and designed to fit within the lumen of the canal (which averages about 225-250 mm).[@ref29] The half-pipe portion of the stent is placed with the convex side against the outer wall of the canal. This creates an arch to, hopefully, avoid blockage of the ostia of collector channels. Three barb-like ridges are on the side opposite the half-pipe and facilitate retention. The "snorkel" tube is hollow and goes through the TM connects with the anterior chamber. The weight of the stent is 60 mg. The hand piece for this trabecular bypass is disposable and has a "basket" that holds the "snorkel" of the stent with the sharper end with the trough to be placed through the TM and into the canal. The handle has a button that when depressed the "basket" opens and releases the stent into the TM \[[Figure 2](#F2){ref-type="fig"}\].

![The iStent^®^. The snorkel, tough, and barbs can be seen](MEAJO-22-30-g001){#F1}

![The handpiece for the iStent^®^, by pressing the button the stent is released](MEAJO-22-30-g002){#F2}

SURGICAL APPROACH TO PLACE MICRO-INVASIVE GLAUCOMA SURGERY DEVICES AND SPECIFICALLY THE ISTENT^®^ TRABECULAR BYPASS {#sec1-5}
===================================================================================================================

The surgical procedure is done with a temporal approach similar to the position used for phacoemulsification surgery. The view to see the angle is facilitated by a direct gonioscope and either tilting the microscope or turning the patient\'s head (or both) to see the TM through the gonioscope. A clear corneal incision of \>1.5 mm is needed for insertion of the implant. If it is combined with cataract surgery, the phacoemulsification wound can be used. The anterior chamber is filled with viscoelastic material. The trabecular bypass stent is preloaded and inserted through the temporal clear cornea incision. Under the view through the gonioprism, the stent is preloaded on the applicator tip. There are left and right eye models that are only different for the direction of the trough from the snorkel. The right eye stent is labeled that way to allow for the nasal placement of the stent with the tip-and-trough pointing inferior. If the left stent were used in the right eye, the tip-and-tough would go superior if placed nasally (which is sometimes desired.) The stent is advanced to the opposite nasal anterior chamber angle \[[Figure 3](#F3){ref-type="fig"}\]. The stent is positioned parallel to the TM and the leading edge of the device is slid through the TM and placed into the canal with the tip of the stent directed in the position dictated by the stent being right or left. Because the blood from the episcleral veins can backflow into the canal with a low IOP, blood reflux from the stent provides an indication being in the canal. The device is released by pushing a button on the applicator, and the final positioning is done by gently nudging the snorkel. Ideally, the stent should be parallel with the iris plane and the snorkel opening perpendicular to the meshwork \[[Figure 4](#F4){ref-type="fig"}\]. After the iSTB is placed, the viscoelastic is evacuated by irrigation and aspiration.

![Goniolens to view. The stent is on the tip of the inserted, held by a "basket."](MEAJO-22-30-g003){#F3}

![IStent^®^ in place. The snorkel is into the anterior chamber, and the trough is against the back side of the canal](MEAJO-22-30-g004){#F4}

The Glaukos Corporation has also developed a second-generation stent called the iStent Inject^®^. The principles of how it works are very similar to the iStent^®^ but two stents are loaded within the inserter itself. The inserters for the "Inject" are similar feeling to the iStent^®^ but it has a small trocar that the "Inject" iStent\'s^®^ are loaded onto \[[Figure 5](#F5){ref-type="fig"}\]. The trocar penetrates the tissue and then a spring mechanism drives the "Inject" iStent into the TM by depressing the trigger on the handle, this delivers the stent and creates a "tube" into the canal.[@ref43] After one stent is injected into place a new location several clock hours away is picked, and a second stent is injected into place.

![IStent^®^ Inject. The stent has another one behind it ready to be delivered so 2 stents can be injected. The trocar penetrates the trabecular meshwork](MEAJO-22-30-g005){#F5}

The Ivantis Corporation has a trabecular bypass stent that also involves a more canal dilating "pipe portion" of the stent. Their trabecular bypass device is called the Hydrus^®^. It is scaffolded with multiple vents to allow access to the collector channels.[@ref44] In theory, this should allow more dilation of the canal with better flow into the outflow system.[@ref45]

WHAT DOES THE TRABECULAR BYPASS STENT ACHIEVE? {#sec1-6}
==============================================

Success and adverse events with the trabecular bypass stents have been reported at 1 and 2 years for the patients participating in the US FDA pivotal trial.[@ref5][@ref46] Interpreting the results has varied.[@ref47] The trial had potentially confounding issues (such as no validation of correct placement of the iSTB) but the effects of IOP reduction seemed to be sustained. It did appear that some individuals had a better response to the trabecular bypass than others.[@ref48] These have been called responders and/or potentially represent patients with placement that is correct and/or there is a downstream collector channel patency and low episcleral venous pressure allowing the aqueous to leave and the IOP to decrease from the device. The technique for finding the collector channels and determining the patency is still elusive.[@ref49][@ref50][@ref51][@ref52] Most studies indicate the nasal portion of the eye has more collector channels so placing a trabecular bypass nasally would allow for better proximity; however, the complexity of the distal flow from the canal is potentially influenced by a system of struts and pores that facilitate the outflow from the canal, so other factors may be involved with getting a lower IOP even if the stents are patent and in the canal.[@ref18][@ref53] Imaging the canal or collector system will be helpful when it is available.[@ref50][@ref52][@ref54][@ref55][@ref56][@ref57]

The mean IOP reported at year 2 for the iSTB pivotal trial was 17.1 ± 2.9 mm Hg. For the control group who had phacoemulsification alone, the IOP was 17.8 ± 3.3 mm Hg. The medication burden (how many IOP lowering medications the patient was on) was 0.3 ± 0.6 medications for the stent group and 0.5 ± 0.7 medications for the control phacoemulsification group.[@ref46] Yet physicians participating in the trial noticed that there were some patients with significant IOP reduction when the iSTB was used. When I reviewed the subjects who participated in the US FDA trial at our center after closure of the study, submission, and approval of the device, there were some patients with significant IOP reduction.[@ref58] Nine patients who had over a 20% reduction in IOP from baseline at the 1-month visit were included in this limited analysis. For this small group, the mean preop IOP after medication washout per protocol was 25.7 mmHg. At 1-month, this group had a mean IOP of 16.6 mmHg. This represented a mean decrease of 35.3%. At 24 months this group had a mean IOP of 13.9 mmHg (45.9% mean decrease in IOP) on no medication for any subject in the group. This may indicate that if the stent works at 1-month, there is either good placement, a good collector system, a low episcleral venous pressure. or a combination of all these factors allowing for a decreased IOP. These findings are similar to those of Arriola-Villalobos *et al*. who found a mean IOP of 16.26 mmHg at 53 months on the average out from surgery. About 42% of the patients were off meds and had the lower IOPs.[@ref59] Vandewalle *et al*. reported a group of 10 patients, 6 with concurrent phacoemulsification and 4 with stent alone at 1-year. The IOP range was range 9-25.[@ref60] This further supports some variability in the IOP drop.

MULTIPLE STENTS {#sec1-7}
===============

Because of the concern with being able to "hit" the canal (correct placement,) some of the surgeons suggested using two iSTB stents to have a better likelihood of hitting the canal and/or getting near a segment of the canal and outflow collector channel system that was viable.[@ref61][@ref62] The iStent Inject^®^ is a two-stent system.[@ref63] The US FDA trial is nearly completing for the Inject^®^ and some results with the device are being released.[@ref43][@ref48] Voskanyan *et al*. have reported on the 1-year data for the Inject^®^ being used for a postmarket trial in Europe.[@ref64] There were 99 patients with open-angle glaucoma included in the study. The major difference with this study compared to the US is this is a stand-alone study to use the Inject as a stand-alone procedure for lowering IOP. The baseline IOP was 26.3 mmHg ± 3.5 mmHg at baseline after washout. At month 12, the IOP was 15.7 mmHg ± 3.7 mmHg. The mean number of medications going into the study was 2.2 with various class of medications used preoperatively. At month 12, there were 65% of the patients off medications and the mean IOP for the medication-free group was 14.7 mmHg ± 3.7 mmHg. This will further support that if the stents access a patient downstream system and/or the stents are correctly placed, good IOP reduction is achieved.

HOW MANY STENTS DO WE NEED? THE NEED FOR A CANAL AND COLLECTOR CHANNEL TEST {#sec1-8}
===========================================================================

Swaminathan *et al*. recently reviewed the outflow system with attention to the collector channels and canal of Schlemm.[@ref53] There is good evidence that the canal itself and the collector system may be a significant source of resistance to aqueous outflow. In addition, the effect of IOP on collapsing the canal may play a role in the success, and the outflow could be increased more with aqueous getting into the canal and increasing outflow.[@ref65] Hunter *et al*. evaluated the computational fluid dynamics and effects on IOP reduction from the stents themselves.[@ref66] One stent theoretically dropped the IOP 6 mmHg, and two stents dropped the IOP 8.09 mmHg. Hence, the effects of multiple stents when correctly placed are of limited value for further IOP reduction. Belovay *et al*. reported on the IOP effect of 2 and 3 iSTB stents on a limited number of subjects.[@ref61] The effect on the IOP beyond 2 stents is minimal from this limited study. Therefore, one or two correctly placed trabecular bypass stents that are probably all that are needed to achieve the best IOP reduction from this type of procedure because of limitations from the canal, collector system and episcleral venous pressure on aqueous outflow.

THE TRABECULAR BYPASS STENTS AND COMBINING WITH MEDICATIONS {#sec1-9}
===========================================================

Ahmed *et al*. reported on a series of patients that had 2 iSTB stents placed as a stand-alone procedure for subjects in Armenia with open angles who were on 2 medications at the time of entering the study. The subjects all had an IOP over 22 mmHg.[@ref7] The mean IOP was 22.2 mmHg ± 2.0 mmHg, and 100% of the subjects were on 2 medications. After washout, the mean IOP was 25.3 ± 1.8 mmHg. All patients (39 total) received 2 iSTB stents. Travoprost was started nightly from postoperative day 1 and continued throughout the study. The medicated IOP decreased to 13.0 mmHg ± 2.4 mmHg for these subjects receiving 2 iSTB stents and were on the travoprost at 12 months; after washing off of the travoprost for 1-month the IOP was 17.1 ± 2.2 mmHg at 13 months after surgery. After re-starting the travoprost at 18 months, the IOP was 11.8 mmHg ± 2.1 mmHg. For 43.6% of the eyes at 1-month, there was an IOP reduction of \>50% with 84.6% of the patients had an IOP of \< 15 mmHg. Again, this shows a significant response in some patients. However, all of the patients in the study at 12 months (on travoprost) had an IOP decrease of \>20%.

PROS AND CONS {#sec1-10}
=============

We see that the trabecular bypass has more than a 30% IOP reduction in over half of the patients from the various studies as mentioned above. So if a patient has a good response, it seems to be sustained for at least several years. Because the device is small, if a trabeculectomy or tube shunt were required, there should not be any limitations because of the prior MIGS procedure. Laser trabeculoplasty has been done after the stent was placed.[@ref46] Some of the patients do not have as much of a drop in the IOP, but no patients appeared to be significantly harmed.[@ref7][@ref46][@ref59] In the FDA trial, the subject who had the stent re-positioned did have a drop in the IOP after the re-positioning.[@ref46] Again, this indicates that the positioning is critical for success. The difficulty knows you are in the canal and if the collector channels and episcleral venous pressure will facilitate the flow enough to decrease the IOP. We do not know if prior angle closure will limit the success of these implants, but some of the patients in the Armenian study had a prior laser iridotomy.[@ref7]

There is a learning curve to get accustomed to doing these procedures, but for most surgeons after 10 cases they start to feel more comfortable performing MIGS approaches. Patient cooperation and surgeon\'s steady hand are important for the precise placement into the narrow band of the TM. Sometimes, the placement is not deep enough \[[Figure 6](#F6){ref-type="fig"}\] or it can be "over inserted" and too deep. Blood reflux at the time of surgery is fairly common and probably desirable because it tells you more likely than not that you are in the canal. There have been reports of delayed hyphema. After the stents are in place, there were a few patients who did develop synechia to the iSTB.[@ref46] These patients usually had the stent angled toward the iris, and the proximity was close, this may have contributed to the synechiae. There were no long-term cases of problematic iritis, loss of endothelial cells, or devices needing removal because of it harming the patient. Therefore, the device seems to be safe based on the experience thus far.

![IStent^®^ not flush with the trabecular meshwork and partly inserted. There was still an intraocular pressure reduction seen for this patient](MEAJO-22-30-g006){#F6}

SUMMARY AND CURRENT RECOMMENDATIONS {#sec1-11}
===================================

The trabecular bypass stent offers an alternative to filtration surgery. Patients who may be ideal candidates for considering this procedure are those with prior conjunctival surgery; for example, those who had a 360° peritomy from a scleral buckle might not do well with a trabeculectomy and there is no space for a tube. Highly myopic patients do not tolerate hypotony well, and the iSTB may be an option for some of these patients. I have used the iSTB in patients on anticoagulants who could not stop them, and they needed something beyond medications and laser to lower the IOP in subjects with open-angle glaucoma. Young patients, especially those with one eye, who need rapid visual recovery (for instance to return to work) may be good candidates to consider the iSTB as well. Because of the position used for clear corneal cataract surgery, the temporal approach is best for doing these. Therefore, if you are doing cataract surgery on someone who needs a lower IOP, you already are in the correct position to implant the devices. Patients may need some medications after the procedure to lower the IOP to the level desired. The results from Armenia are encouraging, given an IOP of 11.8 mmHg after 2 iSTB stents and taking daily travoprost.7 These results are difficult to reach even with a trabeculectomy. When selecting your fist patients, avoid those with the congested episcleral veins, look for patients with wide open angles, and if you can see aqueous veins at the slit-lamp it may indicate a viable outflow system. Probably avoid patients with IOPs over 35 mmHg.

There have been quite a few studies looking at the success from 1 or 2 stents, and one study looked at 3 stents. There is a little more effect on reducing the IOP with 2 iSTB stents. However, the IOP reduction seen with the second stent could be due to placement or proximity to collector channels in the clinical setting. There are good data that if one stent is placed correctly and the outflow system is viable, that is capable of achieving low IOP. It is probably reasonable to implant one stent for most patients. Two stents with the Inject^®^ may help assure with the iStent^®^ system a better likelihood of hitting the canal. If you have the funds available to implant 2 of the iSTB stents, that is a consideration. When interpreting your results, realize that the success is due to placement, a viable outflow system, and a low episcleral venous pressure. Recording in the operative note if you saw a blood reflux may serve useful as a check for placement at the time of surgery and postoperative gonioscopy is valuable. If the stent appears in the correct position and you still have an elevated IOP, it may be best to look for a different glaucoma surgery, such as a deep sclerectomy or trabeculectomy, to lower the IOP. Fortunately, IOP in the 11--14 mmHg range can be seen in about 50% of the patients who receive the iSTB, especially if one medication is added.
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